Non-polarographic blood gas analysis. II. In vivo evaluation of gas chromatograph system.
Evaluation of a new system, based on gas chromatography, providing arterial blood gas tensions without requiring drawn blood samples is continued in an animal model. A series of in vivo dog experiments is discussed evaluating flow dependence and other performance characteristics. Results confirm the laboratory bench performance reported earlier; clinical trials are now indicated.